Background 4DFlow MRI with retrospective valve tracking allows trans-valvular blood flow quantification. Valve tracking usually follows the anatomical annulus but does not take into account the inflow direction through the valve, which might lead to substantial errors when opening of the valve leaflets is restricted after surgery. We aimed to evaluate the added value of streamline visualization in the characterization and quantification of trans-left atrioventricular valve (LAVV) blood flow and assessment of left ventricular (LV) diastolic function in 4DFlow MRI.
Methods
In 25 patients with a history of corrected atrioventricular septal defect (AVSD) (mean age 23 ± 10 years) and 25 healthy subjects (21 ± 11 years), whole-heart 4DFlow MRI was performed at 3T (Ingenia, Philips, The Netherlands), during free breathing, with three-directional velocity encoding of 150 cm/s, spatial resolution 2.3 × 2.3 × 3.0-4.2 mm3, flip angle 10°, echo-time 3.2 ms and repetition-time 7.7 ms. In a 2-and 4-chamber view, streamline visualization was used to determine the inflow direction. The angle between LV long-axis (i.e., line through the center of the annulus and apex) and annulus was measured in the 4-chamber view ( Figure 1A) . Secondly, the inflow direction at early (E) and late (A) peak filling was measured at annular level and at the level of peak velocity distal to the annulus ( Figure 1B ). Trans-LAVV flow volume and velocity were assessed using velocity mapping from two reformat planes; one aligned with the annulus and the other angulated perpendicular to the inflow direction ( Figure 1C ). 1 Pediatric cardiology, LUMC, Leiden, Netherlands Full list of author information is available at the end of the article Figure 1 Illustrates the angle between annulus and long axis (angle 1) and the angles between annulus and inflow at annulus level (angle 2) and peak velocity level (angle 3). In panel C the positioning of the two reformat planes at annulus level and at peak velocity level angulated perpendicular to the inflow are shown. 
Results
Results from angle measurements and trans-LAVV velocity mapping are presented in Table 1 . In patients the inflow at peak velocity level was significantly more laterally directed than at annulus level (19°versus 10°, p = 0.003). At either sampling position, LAVV effective forward flow was not statistically significantly different from aortic flow. However in patients, better agreement (stronger correlation and smaller coefficient of variation) was found between LAVV-flow at peak velocity level and aortic flow than at annular level. Furthermore, velocity mapping at the level of peak velocity with reformat plane oriented perpendicular to the inflow direction resulted in statistically significant changes in inflow parameters (Table 1) in healthy subjects and patients.
Conclusions
Streamline visualization of 4DFlow MRI data revealed more laterally orientated LV inflow after AVSD correction. Using this visualization for optimized positioning of the measurement plane (at peak velocity level and perpendicular to inflow direction), assessment of trans-LAVV blood flow proved to be more reliable and resulted in related changes in blood flow characteristics.
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